INTOX EC/IR I

Instrument Serial Number

Location

Address

Worksheet Start Date

DFS Technician

W Laboratory

Site Specification: No detrimental environmental conditions exist.

Instrument Barometer (mm HG)

Reference Barometer(RB)Serial # -

Measurement Assurance Check

License No.
™ On-Site

~

Reference Barometer (mm HG)

RB Calibration Due

Standard (sea level) PA Target maximum Sample 1
0.300 0.003 Sample 2
Precision sample min sample max Sample 3

0 0.000
Standard {sea level) PA Target maximum Sample 1
0.100 0.003 Sample 2
Precision sample min sample max Sample 3

0 0.000

Dry gas standard Lot No. (with tank no.)

™ Replaced dry gas standard (+O-ring)
™ Installed at Location

I~ Remowved to DFS-Central

Notes:

Intox EC/IR Il QA Worksheet

Issued by Calibration and Training Program Manager

Issue Date; 9-December-2013

Supplies

Mouthpieces
Certificates of Analysis
Operator Worksheet
Cther:
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instrument Serial Number Certification Date

¥ Calibrated I~ Certified ™ Measurement Assurance Check

™ Instrument Test [ Troubleshooting/Maintenance Worksheet Completed
{Successful completion denctes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1
0.250 0.000 0.000 Sample 2
Precision sample min sample max Sample 3

0 0.000 0.000
Standard (sea level) PA Target minimum maximum Sample 1
0.150 0.000 0.000 Sample 2
Precision sample min sample max Sample 3

0 0.000 0.000
Standard (sea level) FA Target minimum maximum Sample 1
0.080 -0.003 0.003 Sample 2
Precision sample min sample max Sampie 3

0 0.000 0.000
Standard (sea level) PA Target minimum maximum Sample 1
0.020 -0.003 0.003 Sample 2
Precision sample min sample max Sample 3

0 0.000 0.000

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician 7f/// Date 3 ﬁ 7/75
o
Issuing Analyst %\/ / Date 3/7 g an

~
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)
Intox ECAR 1| QA Worksheet
tssued by Calibration and Training Program Manager
|ssue Date: 8-December-2013



Intox EC/IR-II: Certificatio

Department of Forensic Scighce
Serial Number: 810592 Test Nvmber: 2762
Test Date: 12/08/2014 Test me: 08:38 EST

Technician Initilal#:
Dry Gas Targety 0.253
Lot Number: 16114250I4-04 Exp Date: 07/05/2016
Tank Pressure: 497 psi Bargmetric Pressure: 768 mmHg
System ChecK: Passed

rLy

Test Time
DIAG ass 08:38
BLK 0.000 0839
CHE 0.366 H8:40

ot of tolerancea
Btandard Valte (at sea level): 0.250 g/210L

ification 8tatus: rFailura

—an

TNNS



Intox EC/IR-I11: Certificat¥on
Department of Forensic Sgience
Serial Number: 010592 Test/Number: 276232
Test Date: 12/708/2014 Test/ Pime: 08:43 EST

Technician InitiAls: TLN

Dry Gas Target: 0.253
Lot Number: 1611425014-04 Exp Date: 07/05/2016
Tank Pressure: 497 psi BFrometric Pressure: 768 mmHg

System Chgck: Passed

Test a/210L Time
DIAG Pass 08:43
BLK 0.000 0B8:44
CHK 0.266 08:45

Out of tolerance
Standard V&lue (at sea level): 0.250 g/210L

Certification Status: Failure



140/

Intox EC/IR-1I: Calibra

Department of Forensic £Science
Serial Number: 010592 Te Number: 2764
Test Date: 12/08/2014 Tegt Time: 08:48 EST
Dry Gas Target/
Lot Number: 24413100713-01 Exp Date: 01/01/2016
Tank Pressure: 919 psi Bayometric Pressure: 768 mmHg
’ System Chegk: Passed

Test /210L Time
BLK 0.000 08:49

CAL 0.101 08:50
Test Status: Success

Calibration CRC: CDAl16266



Intox EC/IR-I1II: Certificatio

Department of Forensic Scighce
Serial MNumber: 010532 Test %p ber: 2765
Test Date: 1270872014 Test Time: 08:53 EST

Technician Initial
Dry Gas Target:/0.253
Lot Number: 16114250I4-04 Exp Date: 07/05/2016
Tank Pressure: 492 psi Barosfietric Pressure: 768 mmHg
System Chec Passed

Test Time
DIAG sSs 08:54
BLK .000 08:55
CHK 0.251 08:55
BLK 0.000 08:57
CHK 0.249 08:57
BLK 0.000 08:59
CHK 0.246 08:59

Out of tolerance
Standard VAlue (at sea level): 0.250 g/210L

Certification Status: Failure

2"

preee



